
Inventfine Instrument CMS-3000 Color Test System

Lightsource test report

Product Remark
Type:GL216 180W 5000K 220V

Temperature:Tx=25.2°C  Ti=27.0°C Humidity:65%

Test Time:2018-02-07 13:33

CIE Color Parameter
Chromaticity Coordinate: x=0.3216 y=0.3257        u=0.2053 v=0.3119

CCT: Tc= 6050K        

Ratio: R=0.149  G=0.808  B=0.044   Peak Wave: 450nm   Half Width: 26.5nm

Dominant WL.: 483.8nm     Purity: 0.046

Rending Index:  Ra= 79.0
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Photo Parameter
Luminous Flux: 27806.0 lm Light Efficiency: 160.8 lm/W

Radiant Power: 89.029 W

Electrical Parameter
Voltage:U=219.90V Current:I=0.8030A
Power:P=172.90W Power Factor:Pf=0.9780

Instrument Status
Scan Range: 380nm-780nm Interval: 5nm PMT HV: -462V
Main: 3 Id: 26 Ip: 26349
Reference: 2 REF: 9519 %: -0.042%

Thank you for purchasing the product of ChuangHui Instrument CO.,LTD
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